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X-ray PIV measurement of blood 
flow in deep vessels of a rat: An in 
vivo feasibility study
Hanwook Park, Eunseop Yeom & Sang Joon Lee
X-ray PIV measurement is a noninvasive approach to measure opaque blood flows. However, it is not 
easy to measure real pulsatile blood flows in the blood vessels located at deep position of the body, 
because the surrounding tissues significantly attenuate the contrast of X-ray images. This study 
investigated the effect of surrounding tissues on X-ray beam attenuation by measuring the velocity 
fields of blood flows in deep vessels of a live rat. The decrease in image contrast was minimized by 
employing biocompatible CO2 microbubbles as tracer particles. The maximum measurable velocity 
of blood flows in the abdominal aorta of a rat model was found through comparative examination 
between the PIV measurement accuracy and the level of image contrast according to the input flow 
rate. Furthermore, the feasibility of using X-ray PIV to accurately measure in vivo blood flows was 
demonstrated by determining the velocity field of blood flows in the inferior vena cava of a rat. This 
study may serve as a reference in conducting in vivo X-ray PIV measurements of pulsatile blood flows 
in animal disease models and investigating hemodynamic characteristics and circulatory vascular 
diseases.
Circulatory vascular diseases such as atherosclerosis, stroke, and ischemic heart disease are the leading causes of 
death. Many factors are involved in the occurrence and progression of these circulatory diseases1. Among them, 
wall shear stress (WSS) is one of the important parameters affecting the occurrence of atherosclerosis2. WSS can 
be estimated from the velocity gradient near the vessel wall; thus, the velocity field of blood flows should be accu-
rately measured under in vivo condition.
To obtain the velocity information of opaque blood flows in large blood vessel, many noninvasive imaging 
techniques such as X-ray PIV3, magnetic resonance imaging4,5, and ultrasound PIV6,7 have been introduced. High 
spatial resolution is essential to accurately assess WSS near the vessel wall. Thus, synchrotron X-ray PIV with high 
spatial resolution was developed3,8. This technique8,9 produces accurate measurement results on the velocity of 
blood flow in an artificial stenosed vessel model10 and ex vivo carotid artery11. However, fabrication of suitable 
tracer particles has been the most important issue in the in vivo measurement of blood flows using X-ray PIV 
technique. Thus, many biocompatible tracer particles, such as iopamidol encapsulated by polyvinyl alcohol12 and 
gold nanoparticles incorporated into chitosan13, have been introduced. These X-ray tracer particles are clearly 
distinguished by large absorption of X-ray beam. Tissues with high water content can induce significant X-ray 
beam attenuation. Therefore, tracer particles based on X-ray absorption are not suitable to measure blood flows 
under in vivo conditions due to X-ray attenuation by the surrounding tissues. To minimize such attenuation 
effects, CO2 microbubbles were fabricated as phase contrast based tracer particles14. Microbubbles are hollow, and 
their surface reflection provides high contrast and yields favorable measurement performance15. To investigate 
hemodynamic characteristics using X-ray PIV technique, ultrasound contrast agents of hollow type also have 
been used as tracer particles11,16. However, tracer particles used for X-ray PIV measurements have to be selected 
depending on experimental conditions and X-ray beam characteristics. In this study, therefore, CO2 microbub-
bles were used as flow-tracing particles. Nevertheless, the image contrast is decreased by the surrounding tissues 
because of the intrinsic features of X-ray beam. In our previous study17, using the X-ray PIV technique combined 
with CO2 microbubbles, we assessed the decrease of absorption contrast according to surrounding-tissue thick-
ness. However, real blood vessels related with various cardiovascular diseases are usually located at deep positions 
in animal models. In addition, the absorption and phase contrasts of CO2 microbubbles in X-ray images are 
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interrupted by the presence of tissues or organs which contain high water contents, including large attenuation in 
X-ray images. Therefore, X-ray PIV measurements of real blood flows in the deep blood vessels of animal models 
are required to assess the potential of this experimental technique for in vivo experiments.
The principal objectives of this study are to investigate the effects of surrounding structures on X-ray PIV 
measurements and determine the in vivo feasibility of using X-ray PIV to measure the velocity field of blood 
flow. First, the degree of X-ray image qualities was quantified by analyzing speckle contrast and size. The relation-
ship between PIV measurement accuracy and X-ray image quality was explored, and the effects of surrounding 
structures were compensated by using additional image processing techniques. Subsequently, the velocity field of 
blood flow in the abdominal aorta of a rat cadaver was determined. The range of measurable velocity for the pres-
ent X-ray PIV system with CO2 microbubbles as tracer particles was also determined in consideration of image 
contrast and measurement accuracy. This information is meaningful for the practical application of the x-ray PIV 
technique to animal models. Finally, we obtained the velocity information of blood flow in a live rat. These results 
would be helpful to investigate the hemodynamic characteristics of rodent atherosclerosis models in vivo.
Result
Image processing. X-ray images of a blood flow in the abdominal aorta of a rat cadaver were obtained 
through synchrotron X-ray imaging. Figure 1a shows the schematic of the experimental setup used in this study. 
The blood seeded with CO2 microbubbles was supplied into the jugular vein of the rat cadaver by using a syringe 
pump. The working fluid passed through the heart and abdominal aorta, and then it was extracted from the fem-
oral artery. The captured X-ray images contain information about the blood mixture and all surrounding struc-
tures along the pathway of X-ray propagation. Several digital image processing techniques were applied to 
compensate for the degradation of X-ray images caused by the surrounding structures. The effects of image pro-
cessing on image qualities (speckle size and contrast) were quantified through speckle image analysis. The speckle 
size of CO2 microbubbles in X-ray images was evaluated using the normalized autocovariance function of speckle 
intensity distribution in the detection plane (x, y)18. The normalized autocovariance function (∆ , ∆ )x ycI  is 
described as follows:
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where FT indicates the Fourier transformation, I(x, y) is the intensity field of the image captured at the detection 
plane (x, y), and < > represents the ensemble averaging of images. Details about the procedure for speckle size 
evaluation can be found in our previous study19.
Figure 1. (a) Schematic of the experimental setup with a rat model. (b) Image prcessing procedure used in this 
study. Each contour plot shows a cross-correlation map of two consecutive images. (c) Comparison of speckle 
size and speckle contrast before and after image processing.
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The image contrast of speckle patterns was also estimated through speckle image analysis with the followings 
equation:
=
( , ) − ( , )
( , ) ( )
I x y I x y
I x y
C
2
2 2
Figure 1b shows a typical image of CO2 microbubbles with corresponding velocity fields before and after 
image processing. A cross-correlation PIV algorithm was applied to two consecutive images to extract velocity 
information. In Fig. 1b, the cross-correlation maps of two consecutive interrogation windows for the raw and 
processed X-ray images are included. For the raw images, the peak position is unchanged from the center of the 
cross-correlation map because of low image contrast. This inaccurate cross-correlation analysis produces almost 
stationary velocity information, although flow motion is apparent in the consecutive flow images. Meanwhile, 
reasonable velocity information is successfully obtained from the processed X-ray images. Figure 1c represents 
the effect of image processing on the enhancement of speckle size and contrast. Image processing enhances both 
speckle size and contrast. Each data set was obtained from 100 X-ray images before and after image processing. 
Compared with the raw X-ray images, the processed X-ray images have significantly improved image quality.
Velocity measurement in the abdominal aorta. Figure 2a depicts a cross-correlation map with relative 
peak height (Pc). Pc is closely related to the accuracy of X-ray PIV measurements. Figure 2b compares the SR val-
ues obtained before and after image processing. The SR value is defined as the product of Pc and speckle contrast 
(C). The SR value is largely increased after image processing. Figure 2c shows the centerline velocity profile meas-
ured at the abdominal aorta when the input flow rate is 0.3 mL/min. A fitting equation based on the bluntness 
index (K-value) was employed to estimate the real blood flow velocity based on the amassed velocity field derived 
from X-ray images. The red line indicates the amassed velocity profile fitted with a K-value of 3.31. The terminal 
velocity of CO2 microbubbles obtained by Stokes law20 was subtracted from the velocity field data to compen-
sate the buoyance effect caused by CO2 microbubbles. This terminal velocity was estimated to be approximately 
0.043 mm/s, which is less than 0.5% of the average velocity of the blood flow in the abdominal aorta.
Maximum measurable velocity. The flow rate of blood injected by using a syringe pump (PHD 2000, 
Harvard Apparatus, USA) was varied (0.3, 3, 10, and 12 mL/min) to determine the maximum measurable velocity 
of blood flows in the rat model through the present experimental technique. The size of interrogation window 
was appropriately adjusted depending on the flow rate. The peak values in cross-correlation map (Pc) and speckle 
contrast (C) were simultaneously considered as a function of the input flow rate to compare the measurement 
performance (Fig. 3a). Pc and C simultaneously decrease as the input flow rate increases. When the input flow rate 
becomes larger than 10 mL/min, the values of Pc and C are rapidly decreased. Based on our previous studies17,21, 
the measurement performance of X-ray PIV can be considered as reasonable, when Pc exceeds 0.5 (green area 
in Fig. 3a). For the velocity range having relatively high values of Pc (Q = 0.3, 3, 10 mL/min), the measured flow 
rate is compared with the input flow rate. Figure 3b shows the variations in centerline velocity (black quadrangle) 
and the measured flow rate (red circle) with input flow rate. The vessel diameter usually increases with input flow 
rate because of pressure increase in the blood vessels. The maximum measurable blood flow rate is approximately 
7.1 mL/min, at which the centerline velocity is 74.64 mm/s, as determined using X-ray PIV with CO2 microbub-
bles in the rat model.
In vivo feasibility test. The velocity of blood flow under in vivo conditions within the range of measurable 
velocity can be determined using X-ray PIV. The velocity fields of blood flow were measured in the inferior vena 
cava (IVC) of the rat. Figure 4a shows abdominal aorta and IVC in Sprague–Dawley rat (SD rat). Figure 4b rep-
resents the measured velocity field of blood flow in the rat IVC. The mean peak velocity of the blood flow in the 
IVC of Sprague Dawley (SD) rat is about 100 mm/s22. Compared with the peak velocity of real physiological blood 
flow in the IVC, the maximum measurable velocity is approximately 75%. Therefore, we gave a surgical treatment 
Figure 2. (a) Cross-correlation map with an explanation depicting the relative peak height. (b) SR value 
strongly depends on the image processing technique used. (c) Radial velocity profiles of blood flow in the 
abdominal aorta of a rat cadaver using CO2 microbubbles as tracer particles.
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to reduce blood flow velocity in the IVC. As shown in Fig. 4b, the measured velocity vectors are biased toward the 
left side because of the complicated vessel structures in the region near the IVC.
Discussion
Both absorption and phase contrasts contribute to X-ray imaging. Conventional X-ray imaging utilizes the atten-
uation of X-ray intensity caused by a test object located in the X-ray beam pathway. In synchrotron X-ray imaging 
experiments, a phase shift usually occurs when X-ray passes through an object. The complex refractive index (n) 
can be expressed as follows:
= − δ − β ( )in 1 3
where δ indicates the decrement of the real part of the refractive index, and the imaginary part β describes the 
absorption index or extinction coefficient. In the hard X-ray region, the cross-section of phase shift (δ) for light 
elements is approximately 1000 times larger than that of absorption (β)23. Recent studies have developed CO2 
microbubbles as phase contrast based flow tracers14. The visibility of CO2 microbubbles in blood is superior in 
X-ray images than in optical microscopic images (Fig. 5b,c). However, surrounding tissues around the blood 
vessels can significantly degrade the contrast of X-ray images. In the present study, we quantitatively analyzed the 
attenuation effects of surrounding tissues on the measurement performance of X-ray PIV. We also investigated 
the range of measurable velocity of blood flows in deep and complex blood vessels through a comparative exam-
ination between PIV measurement accuracy and speckle contrast. The signal-to-noise ratio (SNR) is commonly 
employed to quantitatively analyze image quality24. However, SNR is difficult to calculate in X-ray PIV experi-
ments because particle images are required to have a Gaussian distribution and individual particles should be eas-
ily identified25. Neither of these requirements is satisfied by X-ray phase contrast images. The analysis of speckle 
dynamics is frequently used to study the motion of scattered objects or liquids. Thus, speckle contrast and speckle 
size instead of SNR were used in the present study to depict the effects of digital image processing.
Figure 3. (a) Variations in relative peak height in cross-correlation map and speckle contrast of each 
interrogation window depend on input flow rate. Grean area indicates the region where Pc exceeds 0.5.  
(b) Variations in the centerline velocity and measured flow rate with respect to input flow rate. Dashed red line 
indicates the identical position between the input and measured flow rates.
Figure 4. (a) Abdominal aorta and inferior vena cava in Sprague–Dawley rat (b) Instantaneous velocity field 
superimposed on the corresponding X-ray image of blood flow in the IVC of a live rat.
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Figure 1b,c demonstrate the effects of image processing. In PIV measurements, velocity vectors were obtained 
by applying a cross-correlation algorithm to two consecutive particle images. In general, the measurement accu-
racy of PIV is highly related to the quality of particle images26. When the PIV algorithm is applied to raw X-ray 
images, the cross-correlation peak is located in the vicinity of the central position in the cross-correlation map. 
This observation implies that speckle contrasts are not sufficient to identify the speckle patterns in X-ray images. 
This cross-correlation map indicates that the movement of tracer particles is almost stationary, although blood is 
continuously supplied into the rat cadaver through the syringe pump. Therefore, the measured velocity vectors 
are not well matched with the real displacement of tracer particles in the interrogation windows. Otherwise, the 
cross-correlation peak of the processed X-ray images is not located at the center of the cross-correlation map. 
The speckle patterns are recognized sufficient to determine the displacement of cross-correlation peak. The pro-
cessed images may well indicate the displacements of tracer particles with significant accuracy. Therefore, speckle 
analysis strongly influences the measurement accuracy of PIV. Image processing also reduces the noises caused 
by image intensification to overcome insufficient X-ray beam flux. The effects of digital image processing on the 
measurement performance of X-ray PIV were investigated by measuring the whole velocity fields of blood flows 
in the abdominal aorta of the rat cadaver because surrounding tissues significantly attenuated the contrast of 
X-ray images. The measurement accuracy (SR) was estimated on the basis of the relative peak height (Pc) in the 
normalized cross-correlation map and speckle contrast (C). Pc and C both strongly influence the measurement 
accuracy of PIV experiments. The measurement accuracy in the abdominal aorta is significantly enhanced after 
digital image processing (Fig. 2b). With the increase in SR, the velocity profiles of blood flows in the abdominal 
aorta can be correctly obtained using X-ray PIV with CO2 microbubbles. This result implies that image processing 
is essential for the in vivo X-ray PIV measurements of real blood flows. The measured velocity profile of blood 
flow in the abdominal aorta is asymmetric, which may have resulted from the nonsymmetric vessel configuration. 
The profile is not straight as the silicon tube (Fig. 4a) and has many branches. Although the velocity profile is not 
symmetric, K-value theorem was applied to obtain the average flow rate and the correction factor.
In speckle image velocimetry, the measurement accuracy is usually guaranteed when the Pc in the normalized 
cross-correlation map in two consecutive X-ray images exceeds 0.5 (green area in Fig. 3a)27. Therefore, the Pc for 
consecutive X-ray images was determined on the basis of flow rate to define the maximum measurable velocity 
range. Both Pc and C decrease with increasing input flow rate. In specific, Pc and C rapidly decrease when the 
input flow rate exceeds 10 mL/min. This observation implies that the measurement accuracy is largely decreased 
by the smearing effects on the X-ray images of a high-speed flow. Thus, the maximum measurable velocity that 
corresponds to the input flow rate of 10 mL/min should be determined. The flow rate estimated from the meas-
ured PIV results and vessel diameter was compared with the input flow rate to confirm whether or not the meas-
urement performance of the present X-ray PIV technique is within the measurable velocity ranges. As shown in 
Fig. 3b, the vessel diameters increase with increasing flow rate. The compliance of blood vessels may contribute to 
the increase in vessel diameter in response to the change in hydrodynamic pressure. The measured flow rates are 
lower than the input flow rate for all cases tested in this study. The blood supplied to the rat cadaver model flows 
into several blood vessels, such as abdominal aorta, carotid artery, renal artery and others. Therefore, the flow 
rates measured in the abdominal aorta were below the input flow rate.
In this study, the maximum measurable velocity of blood flows in real blood vessels with surrounding tissues 
was investigated using X-ray PIV. We demonstrated the feasibility of the X-ray PIV technique combined with 
CO2 microbubbles to measure velocity field information of blood flows in the IVC of a live rat model with sur-
gical intervention. Figure 4b shows a typical velocity field measured in the IVC of a live rat model. The velocity 
profile is shifted toward the left side of the IVC because the IVC is slightly curved (Fig. 4a). With a simple surgical 
treatment to reduce blood flow velocity in rat models, we could assess the feasibility of this X-ray PIV technique 
under in vivo conditions.
Figure 5. Optical image of (a) CO2 micorbubbles and (b) CO2 microbubbles with 2% HCT blood. (c) Typical 
X-ray image of CO2 microbubbles with 40% HCT blood.
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The temporal resolution8,11 of X-ray PIV measurements is affected by the experimental conditions such as 
X-ray beam flux, optical system arrangement and sensitivity of recording instruments. The maximum meas-
urable velocity can be increased by enhancing these factors. For example, instead of monochromatic X-ray 
beam employed in this study, the use of polychromatic X-ray beam may increase X-ray beam flux significantly. 
Otherwise, the improvements of X-ray imaging instruments and digital image processing techniques also increase 
the range of measurable velocity8. Another crucial factors encountered in the application of this X-ray PIV tech-
nique for in in vivo measurements are dose limitation and heating effect of X-ray beam. These limitations would 
be overcome in the near future with technological advances in X-ray sources28 by which phase-contrast X-ray 
images can be acquired. Although the proposed technique still has somewhat technical limitations for investigat-
ing hemodynamic characteristic in a rat model under in vivo conditions, there limitations would be resolved in 
the near future with improving X-ray beam facilities.
In our previous study13, X-ray images of moving particles inside the cranial vena cava were consecutively 
captured and velocity vectors were obtained by dividing the length of each streaks by the exposure time. However, 
the shear stress acting on a vessel wall could not be evaluated because the number of velocity vector in the region 
near the vessel wall was rare and insufficient to get WSS. However, in the present study, we attempted to measure 
whole velocity field information of blood flows in a live rat model using X-ray PIV technique for the first time. 
Although some problems are still remained for the accurate estimation of shear rate and wall shear stress, such as 
the time-resolved detection of exact shape of a moving vessel wall and improvement of the algorithm for extract-
ing amassed velocity profiles, the present X-ray PIV technique with CO2 microbubbles has a strong potential for 
in vivo measurements of real blood flows in animal models.
Conclusion
This study demonstrated the feasibility of CO2 microbubbles streaming in a live rat model with real surrounding 
structures after applying digital image processing by conducting a comparative examination between speckle 
contrast and speckle size. The maximum flow velocity of the present X-ray PIV with CO2 microbubbles for meas-
uring blood flows in deep vessels of a live rat model was approximately 76.64 mm/s. Finally, the feasibility of the 
present X-ray PIV technique for the in vivo measurement of real blood flows was demonstrated by measuring 
the velocity field information of blood flows in the IVC of a live rat model. The X-ray PIV technique combined 
with CO2 microbubbles can be used to measure velocity field information of blood flows in deep blood vessels, 
such as portal vein and renal vein in a rat. This study may serve as a reference in applying the present X-ray PIV 
system to animal disease models under in vivo condition and understanding the hemodynamic characteristics of 
circulatory vascular diseases.
Methods
X-ray imaging and image processing. X-ray PIV was performed at the 6C Biomedical imaging beamline 
of Pohang Light Source (PLS-II). The beam current and storage energy of the synchrotron facility are 360 mA 
and 3 GeV, respectively. The beam flux of a monochromatic X-ray beam is 1.2 × 1012 photon/s∙mm2. The median 
X-ray beam energy passing through a 1 mm thick silicon wafer is 23.8 keV. The size of the X-ray beam is 8 mm 
(H) × 5 mm (V). The sample was placed approximately 30 m downstream from the X-ray source. In general, the 
phase and absorption contrasts simultaneously appear in the captured X-ray images. The distance between the 
test sample and the scintillator is an important parameter for phase contrast X-ray imaging. This distance was 
fixed at 50 cm based on the result of a preliminary experiment. As the X-ray beam passes through a CsI scintillator 
of 500 μ m in thickness, the X-ray beam is converted to visible light. X-ray images were consecutively acquired 
with a high-speed camera (SA 1.1, Photron, USA). The field of view is 1945 μ m × 1945 μ m (1024 × 1024 pixels) 
for 10× magnification. In this research, we used several image processing techniques, including a flat field cor-
rection(FFC), spatial frequency filtering, and background elimination. The FFC has widely been used in X-ray 
imaging experiments. It removes artifacts in 2D X-ray images, caused by inhomogeneous X-ray beam illumina-
tion. The background elimination method is usually employed to remove stationary structures in X-ray images. 
The mean background image was obtained by stacking 100 consecutive X-ray images. The number of stacking 
images was determined in consideration of structural movements of surrounding tissues and organs. Finally, the 
noises caused by the image intensifying process were largely reduced by adapting the spatial frequency filtering 
method8. The spatial frequency filtering technique employed in this study has been widely used in previous stud-
ies. The performance of this spatial filtering technique was assessed in detail in various PIV experiments such as 
conventional PIV29, X-ray PIV8 and echo-PIV21.
CO2 microbubble generation. Mechanical agitation methods are one of the microbubble generation meth-
ods30,31. In this study, CO2 microbubbles were generated through mechanical agitation. About 5% human serum 
albumin and CO2 gas were mechanically agitated to generate CO2 microbubbles with a homogenizer (IKA-T25 
digital ULTRA-TURRAX, IKA, Germany) operating at 15,000 rpm for 7 min. Details about the generation of 
microbubbles can be found in our previous study14. The average size of microbubbles used in this study is approx-
imately 13.3 μ m. Figure 5 shows the optical images of CO2 microbubbles (Fig. 5a), CO2 microbubbles in blood of 
2% hematocrit (HCT) (Fig. 5b), and an X-ray image of 40% HCT blood (Fig. 5c).
Experiment using rat cadaver. Figure 1a shows a schematic of the experimental setup involving a rat 
cadaver model. A male SD rat (12 weeks old, 373 g) was anesthetized with intramuscular injection of ketamine 
(100 mg/kg) and xylazine (10 mg/kg). A heparin-filled PE-50 tube (ID = 0.58, polyethylene tube) was cannulated 
into the right jugular vein. Approximately 500 IU/mL/kg heparin was injected into the right jugular vein to pre-
vent blood coagulation. After 10 min injection of heparin, a PE-50 tube was cannulated into the femoral artery 
to extract blood from the rat model. The PE-50 tube cannulated into the jugular vein was connected with silicon 
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tubes (ID = 1.5 and 0.8 mm). The mixture of CO2 microbubbles and rat blood was supplied into the rat model 
at various flow rates (0.3, 3, 10, and 12 mL/min) in a steady state by using a syringe pump (PHD 2000, Harvard 
Apparatus, USA) in order to compare the measured instantaneous velocity field with the input velocity informa-
tion. The blood passed through the abdominal aorta and the blood was finally extracted from the femoral artery 
through a tube. All procedures performed on the animal models were approved by the Animal Care and Ethics 
Committee of POSTECH, and experiments were conducted in accordance with the approved guidelines.
PIV measurement of amassed velocity profile. X-ray images were captured at a frame rate of 1000 
frame per second (fps) for 7 s. Velocity field information was obtained by applying a two-frame cross-correlation 
PIV algorithm to the captured consecutive X-ray images. The size of the interrogation window for X-ray PIV 
measurements was determined in consideration of flow rate, speckle contrast, and relative peak height. It was 
32 × 64 pixels with 50% overlapping when flow rate was 3 mL/min (Fig. 2a). The mean velocity field was obtained 
by ensemble averaging 200 instantaneous velocity fields. Various velocity components may be involved in the 
measured velocity information because each X-ray image contains all particles along the radial direction of X-ray 
propagation. A 2D amassed velocity field was obtained from the 3D volumetric flow information contained in 
the captured X-ray images. The amassed velocity profile for a Newtonian fluid3 was modified for blood flows14. In 
consideration of the shear thinning effect of real blood flows, the amassed velocity profile with bluntness param-
eter K can also be expressed using the following equation (Fig. 2b):
∫
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where x indicates the radial position. R and K are the radii of vessel and bluntness index, respectively. VMax repre-
sents the maximum velocity of blood flow. Simulation was performed to acquire α at specific r and K because the 
correction factor (α ) was dependent on the radial position and K. Details about the amassed velocity profile can 
be found in our previous study14.
In vivo experiment using a rat model. To minimize the cardiac load induced by surgical intervention, 
the IVC located in the deepest position of rat model was selected to demonstrate the feasibility of this X-ray PIV 
measurements technique under in vivo conditions. Similar to the preparation of a rat cadaver, a male SD rat (12 
weeks old, 395 g) was anesthetized, and heparin (500 IU/mL/kg) was injected into the right femoral vein to pre-
vent blood coagulation. At 10 min after heparin injection, the left femoral vein was tied with a thread to decrease 
blood flow velocity in the IVC. The PE-50 tube cannulated in the right femoral vein was connected with silicon 
tubes (ID = 1.5 and 0.8 mm) to supply the mixture of CO2 microbubbles and rat blood into the rat by using a 
syringe pump (PHD 2000, Harvard Apparatus, USA). The injection flow rate was fixed at 0.1 mL/min. All proce-
dures performed on animal models were approved by the Animal Care and Ethics Committee of POSTECH, and 
the experiments were carried out in accordance with the approved guidelines.
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